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Abstract. [Purpose] Balance is an integral part of human ability. The smart balance master system (SBM) is a 
balance test instrument with good reliability and validity, but it is expensive. Therefore, we modified a Wii Fit bal- 
ance board, which is a convenient balance assessment tool, and analyzed its reliability and validity. [Subjects and 
Methods] We recruited 20 healthy young adults and 20 elderly people, and administered 3 balance tests. The corre- 
lation coefficient and intraclass correlation of both instruments were analyzed. [Results] There were no statistically 
significant differences in the 3 tests between the Wii Fit balance board and the SBM. The Wii Fit balance board had 
a good intraclass correlation (0.86-0.99) for the elderly people and positive correlations (r = 0.58-0.86) with the 
SBM. [Conclusions] The Wii Fit balance board is a balance assessment tool with good reliability and high validity 
for elderly people, and we recommend it as an alternative tool for assessing balance ability. 
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INTRODUCTION 

Balance is an indispensable ability of the human body. 
Whether for sports or daily activities in life, humans rely on 
body balance 1 ). Dynamic balance is required during walk- 
ing to maintain body movement. Humans have sensory 
receptors and mechanical receptors in the skin or joints, 
muscle spindles, and Golgi tendons have pressure or pro- 
prioceptive receptors 1, 2 \ When the human body encounters 
environmental changes, the sensory and motor neurons, 
and muscles function together to react appropriately to the 
changes. 

Clinical testing of balance ability is often measured with 
the smart balance master system (SBM) 3 ', which requires 
a significant amount of space and relies on the assistance 
of a professional. A somatosensory gaming console known 
as the Nintendo Wii has gained popularity in recent years. 
It integrates the Wii Fit balance board and balance sensor 
devices into interactive games 41 . The Wii Fit balance board 
is economical and easy to use. Therefore, we designed a 
balance assessment device based on the Wii Fit balance 
board. This real-time device comprises the balance board, 
software, and database. It can show and calculate the dis- 
tance of weight shifting. The purpose of our study was to 
examine its reliability and validity compared to the SBM, 
and to present the feasibility of the modified Wii Fit balance 
board a balance assessment. 
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SUBJECTS AND METHODS 

This study had a pretest-posttest design, and healthy 20 
young adults and 20 elderly people were recruited. Partici- 
pants were excluded if they had history of neurological dis- 
eases (eg, stroke, Parkinson's disease, or cerebellar atrophy), 
were unable to stand, or had poor physical fitness that would 
have affected their abilities in the tests. They provided their 
informed consent before participation. Three balance tests 
with the modified Wii Fit balance board and the SBM were 
used for the assessment. All participants were assessed us- 
ing these 2 instruments in a random manner, and both test 
times were of 1 hr duration. 

We used the Wii Fit balance board (Wii Fit® platform, 
Nintendo, Japan) to design a suitable balance assessment 
tool. The 4 sensors in the balance board can sense weight 
changes and show the distribution of body weight. The 4 
sensors measure weight and the data can be summed to ob- 
tain the body weights of individual users. The data can be 
transmitted to a personal computer using Bluetooth. The 
software DarwiinRemote (Mac OS X vl0.4, Nintendo, Ja- 
pan) of the gaming console was used for this study, which 
has a compatible Bluetooth transmission feature. The data 
from the sensors were transmitted via Bluetooth, and the 
software can display the real-time sensor signals. The av- 
erage displacement of the center of gravity calculated to 
evaluate the balance status. 

Our study used 3 balance tests which were performed on 
the SBM (NeuroCom International Inc., Clackamas, USA) 
and the modified the Wii Fit balance board to compare their 
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reliability and validity. The SBM has a long force plate 
and a suspension protection device. The force plate has 4 
strain gauges, and can measure the pressure derived from 
changes in posture, and is connected to a computer screen. 
The center of gravity point can be displayed on the screen 
to provide a user with visual feedback, and to measure the 
balance status. 

Three clinical balance tests were performed. 1) standing 
with eyes open: subjects stood on both feet and maintained 
body balance for 10 sec with their eyes open; 2) standing 
with eyes closed: subjects stood on both feet and main- 
tained body balance for 10 sec with their eyes closed; and 3) 
one -leg standing: subjects stood on their dominant leg, and 
maintained body balance for 10 sec with eyes open. Each 
test was performed 3 times at 10-min intervals. The aver- 
age displacement of the center of gravity was calculated and 
recorded. 

All the recorded data are presented as mean ± standard 
deviation. Data were analyzed using SPSS version 16 (SPSS 
inc., Chicago, USA). The Spearman correlation coefficient 
was used to analyze the correlations of the results between 
the Wii Fit balance board and the SBM. A correlation co- 
efficient greater than 0.5 represents a high degree of va- 
lidity, 0.5 - 0.35 represents moderate validity, and < 0.35 
represents low validity 5 '. The independent t test was used 
to compare the average values of the 3 balance tests, and 
to determine the significance of differences between the 
young and elderly groups. The intraclass correlation (ICC) 
was used to measure the intrarater reliability of the 2 tests 
using ANOVA. We used the two-way random model (ICC 3 1 
model) to calculate the ICCs and 95% confidence intervals 
of the Wii Fit balance board and the SBM. All significance 



levels were chosen as a < 0.05. 

RESULTS 

We recruited 40 healthy volunteers: 20 young adults (age 
= 22.17 ± 1.35 years) and 20 elderly people (age = 67.32 ± 
3.43 years). During pilot testing, we did not place any load 
on the Wii Fit balance board, and found the initial sensed 
value. Results of the thrice repeated calibration test indi- 
cated values of the left front of 1.25 ± 0.78 kg and right rear 
of 2.32 ± 0.62 kg, and the values of the left rear and right 
rear were 0 kg; thus, a total test error of 2.79 ± 0.69 kg was 
shown for the Wii Fit balance board. The DarwiinRemote 
software was used to automatically correct the error, and to 
display the center of gravity as the origin of the 2D graph. 

No significant differences were identified in the pretest 
and posttest comparisons of the 3 balance tests for the Wii 
Fit balance board and the SBM in the young adults and el- 
derly people (p > 0.05). The between-group comparison for 
the 3 balance tests (i.e., standing with eyes open, standing 
with eyes closed, and one-leg standing) for the Wii Fit bal- 
ance board and the SBM were significantly different (p < 
0.05), with the young adults group showing a higher value 
(Table 1). However, no significant difference was present 
in the between-group comparison for the standing position 
with the eyes open test for the Wii Fit balance board. 

Table 2 shows the results of the correlation analysis be- 
tween the Wii Fit balance board and the SBM. The tests 
had significantly positive correlations and high degrees of 
validity (r > 0.5, and p < 0.05). The ICC analysis for the 3 
Wii Fit balance board tests of the young adults and elderly 
group gave values ranging from 0.55 to 0.70 and 0.86 to 0.99 



Table 1. The inter-rater reliability of the three balance tests for the young adults and elderly people 



Young adults (n = 20) 



Elderly (n = 20) 



Wii Fit balance board 
Standing with eyes open (cm) 
Standing with eyes closed (cm) 
One leg standing (cm) 

SBM 

Standing with eyes open (cm) 
Standing with eyes closed (cm) 
One leg standing (cm) 



Average value 1CC 3J (95% CI) Average value ICC 3 [ (95% CI) 



1.87 ± 0.59 0.19 (-0.57-0.64) 2.37 ± 1.44 

2.29 ± 0.77* 0.21 (-0.70-0.66) 9.75 ± 9.56 

6.45 ± 1.62* 0.28 (-0.55-0.70) 13.56 ±9.14 

1.05 ±0.41* 0.70(0.39-0.87) 2.89 ±2.47 

0.97 ±0.30* 0.78 (0.36-0.85) 4.73 ± 2.39 

3.92 ± 1.48* 0.97(0.93-0.97) 10.96 ±2.89 



0.93 (0.86-0.97) 
0.99 (0.97-0.99) 
0.99 (0.98-0.99) 

0.99 (0.98-0.99) 
0.99 (0.98-0.99) 
0.99 (0.98-0.99) 



SBM, smart balance master system 
* Young adults vs. elderly, p < 0.05 



Table 2. Correlation analysis of the Wii Fit balance board and SBM 

Wii Fit balance board 

Standing with eyes open (cm) Standing with eyes closed (cm) One leg standing (cm) 

SBM 

Standing with eyes open (cm) 0.58* 0.12 0.01 

Standing with eyes closed (cm) 0.27 0.86* 0.08 

One leg standing (cm) O0(5 0.52a 0.61' 

SBM, smart balance master system 
* p < 0.05 
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(Table 1). The ICC values of the 3 SBM tests for the young 
adults and elderly group ranged from 0.70 to 0.97, and 0.99. 
The data suggest that the Wii Fit balance board has a higher 
reliability for elderly people than for young adults. 

DISCUSSION 

Numerous studies have indicated that the Wii Fit bal- 
ance board is a easily purchased device that can train or 
treat the imbalance symptoms of numerous diseases, such 
as Parkinson's disease, cerebral palsy, stroke, and multiple 
sclerosis 6-8 '. This new technology directly benefits patients' 
treatments and provides motivation for functional activities. 
Several studies have indicated that a Wii Fit balance board 
can be used for posture or balance assessments 9-11 '. Yama- 
moto et al. used a Wii Fit balance board to detect the ground 
reaction force when jumping. Their results indicated that 
the Wii Fit balance board has high validity when assessing 
the jumping phase 9 '. Wikstrom attempted to design a Wii 
Fit balance score, and discovered that it has an inadequate 
concurrent validity compared to the Star Excursion Balance 
test (r < 0.5, ICC = 0.29 - 0.80) 10 '. A functional balance test 
can assess the imbalance activity, but it cannot detect slight 
changes in the center of gravity displacement. Hubbard et al. 
used a Wii Fit balance board to record the path length of the 
center of pressure in healthy people, and discovered that the 
results were significantly correlated to forceplate measure- 
ments (r = 0.99) 11 '. They concluded that the Wii Fit balance 
board can be used as a portable and low-cost posturography 
system. Reed- Jones et al. used the Wii Fit™ Plus balance 
tests for balance assessments of elderly people 12 ', and they 
reported it is a promising and useful device for promoting 
fall prevention among the elderly. However, the reliability 
and validity of the Wii Fit balance board required further 
examination of balance assessment. 

Balance ability depends on multiple sensory inputs and 
neuromuscular system interactions, and is crucial for elder- 
ly people because falls often occur because of poor balance 
ability 13 '. Some studies have shown age-related declines 
in the balance ability of elderly people 14, 15 '. Age-related 
increases in the displacement of the center of gravity are 
indicated under conditions involving changed somatosen- 
sory or visual inputs 16 '. The SBM is dependable equipment 
that is often used for balance assessments. A previous study 
showed that the SBM has a good reliability and validity 
score (ICC = 0.55-0.82) 17 ', which is similar to our find- 
ings. Three clinical balance tests (standing with eyes open, 
standing with eyes closed, and one leg standing) are used 
to assess postural stability 16 '. The balance ability is better 
when the displacement of the center of gravity in the SBM 
is smaller. Therefore, the SBM is commonly used to assess 
effects after various interventions. However, the universal 
use the SBM is restricted, because it is expensive. 

The Wii Fit balance board is a cost-effective and user- 
friendly gaming device that is cheap and easy to use. Our 
comparison of the validity of the results of the Wii Fit bal- 
ance board and the SBM showed that they both have a high 
degree of validity (r = 0.58 - 0.86), indicating that the Wii 
Fit balance board can be used as an alternative to the SBM 
for assessing balance. Our ICC results show that the Wii 



Fit balance has low reliability for young adults (ICC = 0.19 

- 0.28), but high reliability for elderly people (ICC = 0.93 

- 0.99). We believe that the reason is an experience-related 
problem. Young adults are frequent users of the Wii Fit bal- 
ance board. The flow theory explains the experience of Wii 
game is engaging and motivating for players, like learn- 
ing 18 '. The young adults might have thought that the Wii Fit 
balance board is easy to manipulate, like of the movement 
controller in playing video games. This psychological expe- 
rience may have been reflected in the results of our study 18 '. 
Further studies should examine this issue. The Wii Fit bal- 
ance board is a reliable assessment tool for elderly people. 
We recommend the Wii Fit balance board as an alternative 
tool for assessing the balance ability of elderly people. 
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